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normal heart rhythm) the atria or ven-
tricles of the heart or to terminate
other cardiac arrhythmias. This ge-
neric type of device includes low en-
ergy defibrillators with a maximum
electrical output of less than 360 joules
of energy that are used in pediatric
defibrillation or in cardiac surgery.
The device may either synchronize the
shock with the proper phase of the
electrocardiogram or may operate
asynchronously. The device delivers
the electrical shock through paddles
placed either directly across the heart
or on the surface of the body.

(2) Classification. Class II (perform-
ance standards).

(b) High-energy DC-defibrillator—(1)
Identification. A high-energy DC-
defibrillator is a device that delivers
into a 50 ohm test load an electrical
shock of greater than 360 joules of en-
ergy used for defibrillating the atria or
ventricles of the heart or to terminate
other cardiac arrhythmias. The device
may either synchronize the shock with
the proper phase of the electrocardio-
gram or may operate asynchronously.
The device delivers the electrical shock
through paddles placed either directly
across the heart or on the surface of
the body.

(2) Classification. Class III (premarket
approval).

(c) Date PMA or notice of completion of
a PDP is required. A PMA or a notice of
completion of a PDP is required to be
filed with the Food and Drug Adminis-
tration on or before December 26, 1996
for any DC-defibrillator (including pad-
dles) described in paragraph (b)(1) of
this section that was in commercial
distribution before May 28, 1976, or that
has, on or before December 26, 1996
been found to be substantially equiva-
lent to a DC-defibrillator (including
paddles) described in paragraph (b)(1)
of this section that was in commercial
distribution before May 28, 1976. Any
other DC-defibrillator (including pad-
dles) described in paragraph (b)(1) of
this section shall have an approved
PMA or declared completed PDP in ef-
fect before being placed in commercial
distribution.

[45 FR 7907–7971, Feb. 5, 1980, as amended at
52 FR 17737, May 11, 1987; 61 FR 50706, Sept.
27, 1996]

§ 870.5325 Defibrillator tester.

(a) Identification. A defibrillator test-
er is a device that is connected to the
output of a defibrillator and is used to
measure the energy delivered by the
defibrillator into a standard resistive
load. Some testers also provide wave-
form information.

(b) Classification. Class II (perform-
ance standards).

§ 870.5550 External transcutaneous
cardiac pacemaker (noninvasive).

(a) Identification. An external trans-
cutaneous cardiac pacemaker
(noninvasive) is a device used to supply
a periodic electrical pulse intended to
pace the heart. The pulse from the de-
vice is usually applied to the surface of
the chest through electrodes such as
defibrillator paddles.

(b) Classification. Class III (premarket
approval).

(c) Date PMA or notice of completion of
a PDP is required. No effective date has
been established of the requirement for
premarket approval for the device de-
scribed in paragraph (b)(1). See § 870.3.

[45 FR 7907–7971, Feb. 5, 1980, as amended at
52 FR 17737, May 11, 1987]

§ 870.5800 Compressible limb sleeve.

(a) Identification. A compressible limb
sleeve is a device that is used to pre-
vent pooling of blood in a limb by in-
flating periodically a sleeve around the
limb.

(b) Classification. Class II (perform-
ance standards).

§ 870.5900 Thermal regulating system.

(a) Identification. A thermal regulat-
ing system is an external system con-
sisting of a device that is placed in con-
tact with the patient and a tempera-
ture controller for the device. The sys-
tem is used to regulate patient tem-
perature.

(b) Classification. Class II (perform-
ance standards).

§ 870.5925 Automatic rotating tour-
niquet.

(a) Identification. An automatic rotat-
ing tourniquet is a device that prevents
blood flow in one limb at a time, which
temporarily reduces the total blood
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